We measured the physical characteristics of 2-million 2M and 3-million 3M color liquid crystal displays LCD whose aperture ratio was increased and compared them with conventional models. The results showed the influence of the increased aperture ratio on the physical characteristics of the LCDs. We evaluated resolution by means of modulation transfer function MTF and evaluated granularity by means of noise power spectrum NPS . Each of the measurements was done with a high-resolution single-lens reflex-type digital camera. A decrease of MTF depending on sub-pixel structures was recognized. A decrease in the cross sub-pixel direction was recognized in the 2M model, and a decrease in the sub-pixel direction was recognized in the 3M model. As for NPS, a reduction was recognized in the sub-pixel and the cross sub-pixel direction in both models. As a result, an improvement in granularity was recognized. The improvement in granularity was large with the color LCDs whose aperture ratio was increased. The increase of an aperture ratio influenced both MTF and NPS, and the results depended on the shape and size of the sub-pixel cells.
ピクセル開口率の向上による 医用画像表示用カラー液晶モニタの物理特性の変化
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